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instructions for use

Kit Gengicolors

IFU-Gengicolors/00



Gengicolors Acrylic Light Pink
Gengicolors Acrylic Dark Pink
Gengicolors Liquid
Gengicolors Intensive

Palette 
Resin Cap
Pipette
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Kit Gengicolors

Components

Characteristics
General Information

This manual contains all the safety data for the proper use of the 
product. It is highly recommended to carefully read the instructions 
provided herein.
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Gengicolors Acrylic available colours:
Light Pink
Dark Pink

Gengicolors Intensive available colours:
White, yellow, red, brown, blue

Quantities per item:
Powders: 100g
Liquid: 100ml
Intensive colours: 10g
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Disposal
Disposal
Dispose powders with normal household waste. Liquids are classified 
as hazardous waste and must be disposed according to local laws.

We reserve the right to make changes, without prior notice, on 
our products and on packaging to improve their quality. 
CE 0297. Class II. Annex IX 044 Council Directive 93/42/EEC.

Warning:
Avoid contact of the skin with unpolymerized material. Do not inhale 
monomer vapours. Opened containers: do not use after the shelf-
life has expired. As all dental resins, Acrylic Fast Powder produces 
fine dust during trimming. It is highly recommended to use a dust 
extractor and a protective mask.

Side-effects:
Unwanted side-effects as a result of this medical product are highly 
unlikely if the product is used and processed correctly. We are, 
however, unable to rule out all types of potential allergic reactions or 
local paraesthesia. Should you experience any unwanted side-effects 
– even in case of doubt – please contact us as soon as possible.

Problems of indication and contraindication:
If a patient suffers from a known hypersensitivity towards one of 
our components, the respective product must not be used. If used, 
then only under the strict surveillance of a doctor or dentist. In such 
cases, the composition of our delivered medical products is available 
on demand. Any known antibody reactivity, or problems our medical 
products might have with other materials already found in the mouth 
must be thoroughly considered by the dentist before use.

Important information:
If you are currently using our medical product for a custom-made 
processing, please be sure to pass on all the above mentioned 
information to your dentist. Always pay close attention to all existing 
safety data sheets when working with our medical products.

Individualization of acrylic gingivas

To obtain a medium colouring of the denture, mix Acrylic Fast 
Powder Micro Pearl 34 and Gengicolors Acrylic Light Pink powders. 
Through the use of the provided pipette, add Gengicolors Acrylic 
Liquid and stir. Finally use the obtained mixture to cover the marginal 
gingiva.

Through the use of the provided pipette, put the Gengicolors Acrylic 
Liquid on the palette and add Gengicolors Intensive Red and Acrylic 
Fast Powder Micro Pearl Pink 34 then repeat using Gengicolors 
Intensive Blue. Quantity and colours of stains vary according to the 
desired result on aesthetics concerning the blood vessels and capil-
laries of the attached gingiva.

Protocol

Quantity and colours of resins and stains mentioned in this protocol 
are linked to the performance of a removable denture such as the 
one represented at point number 7 of these IFU. The choice of the 
colours to use is subjective and depends on the desired final result. 
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Mix Acrylic Fast Powder Micro Pearl 34 and Gengicolors Acrylic 
Dark Pink powders. Through the use of the provided pipette, add 
Gengicolors Acrylic Liquid and stir. Finally use the obtained mixture 
to cover the attached gingiva and wait until it is dry.

Soak the model in water at room 
temperature for 10-15 minutes 
then dry it and isolate with Fast 
Alginate before fitting it on the 
muffle.

Firmly close the muffle.
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Please Note:
Higher temperatures shorten the times given above and lower 
temperatures increase them. These instructions for use are based 
on our present knowledge and thus are for guidance only.

It is highly recommended to respect the mixing ratio of micro pearled 
powder and liquid as well as the polymerization time specified in the 
related instructions for use.

Final result.Mix Acrylic Fast Powder Micro 
Pearl Pink 34 and Acrylic Fast 
Micro Pearl Liquid. Inject or pour 
the resin in the muffle.

Only use intensive colours in small quantities because they 
have a high colouring effect.
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Safety information

IMPORTANT:
This information is based on our present knowledge. However, this 
shall not constitute a guarantee for any specific product features 
and shall not establish a legally valid contractual relationship. The 
consumer is solely responsible for product appliance, if it should 
differ from the stated range. As it is possible that the product is 
used in multi-purpose use far beyond our knowledge, we do not 
assume liability and responsibility for other special applications than 
those mentioned in our MSDS or instructions for use. 
Despite of the terms of this MSDS, consumers have to assure 
themselves that the characterized product is suited for their 
individual intended purpose and that the safety appliance and the 
advices concerning environmental protection apply to their individual 
purpose and in their situation. 
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